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JAWAHARLAL NEHRU CENTRE FOR ADVANCED SCIENTIFIC RESEARCH

(An Autonomous Institution under Department of Science & Technology, Govt. of India - A Deemed University)
WL IeE, MTIE 560 064, HATEHT , WA / Jakkur PO., Bengaluru - 560 064. Karnataka, INDIA

JNC/PUR/NCU/JH/20-21/98/E February 08, 2021

NOTICE INVITING TENDER

Jawaharlal Nehru Centre for Advanced Scientific Research, Jakkur invites sealed tenders in two bids (Technical &
Commercial) from qualified and experienced Vendors for 1 No. of ANALYTICAL HPLC SYSTEM as per the
terms and conditions below and as broad specifications shown in ANNEXURE-I

TERMS & CONDITIONS:

1. Any item not specifically mentioned in the technical specification but essential for successful
implementation of the system (in the opinion of the bidder) must be brought to our notice and quoted
accordingly.

2. At the time of installation, if it is found that some additional items are required to meet the operational

requirement of the configuration, but not included in the bidder’s original list of deliverables, the bidder
shall supply such items to ensure completeness of the configuration at no extra cost.

3. Delivery period should be 8 weeks from the date of Purchase Order. Once delivered to onsite, the
installation, commissioning and acceptance period will be within two weeks from the date of delivery of

equipment.

4. The successful bidder immediately after the award of the Purchase Order shall prepare a detailed plan of
installation as proposed to be followed by placement of the equipment, etc.

5. System Installation and integration of all supplied equipment and software shall be done by the successful
bidder. Subcontracting in any form is not allowed.

6. Bidders should clearly specify after sales/service/application support/AMC capabilities. Bid validity should be
60 days.

7. Warranty and support: All supplied Equipment with Accessories — 3 years.

8. Provide all information as regards pre-installation requirements (i.e. room, environment} for system
installation.

9. Detailed list of users of the system in India with contact details to be furnished.
10. Bid Security Declaration should be submitted in your Company Letter Head.
11. Performance Security: The successful bidder has to provide 3% Performance Security in the form of Bank

Guarantee within 15 days after receiving Purchase Order. Letter of Credit will be established only after
receipt of mandatory 3% Performance Security in advance.
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12. Performance Bank Guarantee: Successful bidder has to submit 10% PBG valid for three years.

13. Payment terms: 100% Irrevocable Letter of Credit. 90% payment will be affected against documents through
bank, balance 10% after installation & acceptance, commissioning and submission of Performance Bank
Guarantee for 10% of Purchase Order value valid for three vyears from the date of
installation/commissioning. For local supplies, payment terms are 30 days from the date of supply /
acceptance and submission of Performance Bank Guarantee for 10% of Purchase Order value valid for three
years from the date of installation/commissioning.

14. Late & delayed quotations will not be considered.

15. As time is the essence of the contract, delivery period mentioned in the Purchase Order should be strictly
adhered to. Otherwise the successful bidder will forfeit Security Deposit. Of the supplier fails to supply,
install and commission the system as per specifications mentioned in the Purchase Order within the due
date, the supplier is liable to pay liquidated damage of 0.5% of Purchase Order value per every week of delay
subject to a maximum of ten percent beyond the due date. Such money will be deducted from any amount
due or which may become due to the supplier. INCASR reserves the right to cancel the Purchase Order in
case the delay is more than ten weeks. Penalties, if any, will be deducted from the Security Deposit. The
maximum amount of penalty shall be ten percent. Liquidated damages shall be levied on the Purchase Order
value, freight, insurance and duties.

16. The place of Applicable Law / Jurisdiction is Bengaluru, Karnataka, India.

17. Decision of the President, JNCASR will be final.

18. Shipping Terms: Price quoted should be on FCA basis for imported items.

19. Goods & Service Tax: Please note that JNCASR is eligible for GST Concession under 45/2017 notification and
IGST under 47/2017 notification, will issue a certificate to this effect. The prices can be quoted either in

foreign denominations or in INR. Exchange rates as on the date of price bid opening will be taken into
account for comparison purpose.

20. Custom Duty: Please note that JNCASR is eligible for customs duty exemption under 51/96 notification and
will issue a certificate to this effect. C.D. Nil at present.

21. Formats for price-bid: Corresponding to each part in the technical bid there should be a pricing referring to
the Part name in the technical bid and mentioning quantity, unit price and total price. If there are any other
charges, they should be also added at the end. All pages have to be serially numbered. References if any to
technical bid should be provided along with the exact location {page number, etc). You are required to use
the price bid format given by us only for commercial tender.

22. Warranty Replacements: Any replacement of defective items during Warranty period is the responsibility of
the successful bidder. The expenditure involved like freight charges, customs duty, insurance charges,
clearance charges etc. are to be borne by the successful bidder.
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23. Submission of Proposal: The proposal should be submitted in a sealed two bid system. One containing
sealed technical bid and the other one a sealed price bid. The bidder name, the nature of the envelope
(either technical bid or price bid) must be clearly mentioned on top of each of the envelope. The sealed
proposals must be addressed to Senior Stores & Purchase Officer, JNCASR. The proposals should be
submitted at the Stores & Purchase Department, JNCASR.

24. Evaluation of bids: Technical bids will be evaluated by JNCASR. Price bids of technically qualified bidders
only will be opened on date and time that will be decided by the JNCASR.

25. Public Procurement (preference to “Make in India”) order 2017 will be considered as per order
No. P-45021/2/2017-PP (BE-Il), dated 28.05.2018.

IMPORTANT DATES
Last date for submission of bids (Two-
bid system) February 19,2021 up to 3.00 PM

(a) Technical Cover :
Technical Specs.
Commercial Terms and Conditions,
Brochures, Compliance statement
EMD & Bill of quantities without
Price Information.

(b) Price bid cover:
With complete specs & item wise
Rates to be indicated.

Opening of technical bids : February 19, 2021 at 4.00 PM

Opening of commercial bids : Will be informed later
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Technical Specifications for HPLC SYSTEM

HPLC modules

Specifications

Pump

Operation pressure range

5500 PSI or more

Flow rate

0.005 m!/min (or lower), upto 10 mL/min

Number of solvent channels

Must be a 4-channel gradient pump for supporting quaternary
workflows

Flow rate precision

must be less than £0.07% RSD

Degassing Unit

Must be provided with a degassing unit

Sample carry over

pH range Must have a pH range from 2 (or lower) to 9 (or higher)
Autosampler
injection volume range 0.1 - 100 pyL

<0.005%

Capacity

Vials of 2 mL and higher capacity of > 5 mL

Sample cooler

Autosampler should have temperature setting cooling and heating
option to maintain constant baseline throughout analysis.

Column Oven

Temperature range and
precision

from 10°C below ambient(or less) to 60°C or more, with temperature
precision £0.1°C or better, preferably with two independent
temperature zones

Column dimensions

Columns of up to 25cm length or more must be supported

Pre column heating and post
column cooling

The module must enable pre column heating and post column cooling

Detector (UV)

Detector Type

Dual wavelength UV-Vis detector

Light source ¢

Deuterium Lamp

Flow cell Must provide a standard flow cell with 10 mm path length
Wavelength range « 190 — 600 nm or higher
Wavelength +0.1 nm or better
precision
Slit width ¢ 8 nm or lesser over whole wavelength range
| Time Wavelength, polarity, peak width, lamp on/off 0
programmable
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Maximum system flow

10 mL/min

Trigger Sources

Time program, Peak purity program and volume.
Preferably adaptable for other detector types such as Fluorescence,
Photo Diode Array, MS, ELSD & RI detector

Delay sensor and calibration

Must have an automated delay calibration -facilitates highest fraction |
purity while maintaining high-precision sample recovery

Should determine fraction delay volumes automatically and ensures that
fractions are collected just-in-time without the need to collect extra
volume.

Columns

One C-18 &C-8 analytical column with suitable Guard columns

Vials

Supply of 200 suitable sample vials with caps and septa

Software and system tool kit

Suitable software for Operation, and system tool kit

Warranty

3 Years or more

Desktop PC

HP Desktop PC and Monitor (HP Prodesk 600 G4 PCI MT PC)




